[Sudden onset of hemoptysis during (coil) embolization of a Swan-Ganz catheter induced pseudoaneurysm of the pulmonary artery].
We report the embolization of a pulmonary artery pseudoaneurysm consecutive to Swan-Ganz catheterization. Embolization was successful despite an iatrogenic rupture and a massive hemoptysis.